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1 Introduction
Many first and second world countries are facing dramatic
demographic changes. Mainly due to longer life expectancy
and reduced natality, societies are growing older [1]. As age-
ing is accompanied by increasing costs for medical care, there
are increasing efforts to develop smart integrated medical
devices to support people with health problems in their every-
day life, and especially in their domestic environment. Within
the personal healthcare scenario, monitoring of heart and
lung activity is of special interest. Continuous 24/7 monitor-
ing techniques for an intelligent warning system, making use
of a range of sensor information are required for patients at
risk (e.g. of post myocardial infarction).
Special focus needs to be given to the time when patients
are alone at home, and especially when they are sleeping.
During this period, which covers roughly 1/3 of the day, nei-
ther the patient nor his relatives or neighbours can raise an
alarm. The need for long-termmonitoring is accompanied by
further constraints: for example, movement should not be
restrained, and long-term skin irritation must be avoided. At
best, the measurements should not be noticeable.
From a physical point of view, potentional sensors for im-
perceptible mobile monitoring can be based on capacitive,
magnetic or optical measurement techniques. An approach
based on magnetic induction is presented here.
2 Background
A healthy life is based on the fact that the heart pumps
blood through the body, and breathing exchanges the air in-
side the lungs while changing the lung volume. The effect of
these twomechanical actions is to a shift well-conductingmat-
ter (blood) and poorly-conducting matter (air) inside the
chest region. As shown by Tarjan [2], a measurement system
based onmagnetic induction canmonitor these changing im-
pedances in the human body. FromMaxwell’s Theory [3], it is
principally known that:
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where  is the Nabla-operator, E denotes the electric field, B
denotes magnetic induction and J represents current density.
As the re-induced field is related to the impedance distribu-
tion inside the body, the impedance changes directly affect
the re-induced voltage in the whole area (see Fig. 2).
If the frequency and permittivity  is low, the displacement
current can be neglected. Previous works have already indi-
cated that this approach is promising for heart activity [4] and
lung activity [5] monitoring. However, due to the superposi-
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Fig. 1: Shapes of the German population pyramid changing in
time (modified from [1])
tion of the re-induced fields, simultaneous measurement of
heart and lung activity is rather difficult. As a simple coil setup
might not be sufficient in all cases (see [7]), a multi-coil setup
has been developed and tested.
3 Measurement setup
The structure of the resulting measurement setup is de-
picted in Fig. 3, and consists of several blocks:
1. A signal generator (Direct Digital Synthesis – DDS) to pro-
vide all required frequencies
2. Multiple parallel receivers in which the HF signals are
down-converted into the baseband.
3. A measurement PC, which performs A/D conversion and
all further signal-processing steps.
4. A sensor head, which holds the actual excitation and mea-
surement coils.
5. A control and timing block, which generates all required
reference-clocks and controls the signal generator and
receivers.
6. Some reference sensors, including a pulse plethysmo-
graph (PPG), an airflow sensor and a DCF Radio-Clock-
-Module.
A sinusoidal signal from the signal generator is amplified
and feed to the excitation coils and thus generating the excita-
tion field. This field penetrates the body and induces an eddy
voltage. This eddy voltage drives an eddy current, which is
influenced by the excitation field as well as the tissue imped-
ance. This eddy current leads to a re-induced magnetic field,
which superimposes the excitation field. The resulting field is
measured by the receiver coils.
The voltage induced by the magnetic field into the re-
ceiver coils is pre-amplified and then fed to the amplifier and
demodulator stage. Here it is mixed down to a 20–100 kHz
baseband signal. This signal is sampled and A/D converted.
The further processing is carried out in the software on the
measurement PC.
The hardware described above was used in combination
with the coil array, which is composed of two excitation coils
(lying) and three measurement coils (standing) and this pro-
vides six independent channels of inductive coupling.
Experimentally, the sensor head was placed beneath a sun
lounger, on which a healthy adult volunteer was resting, as
shown in Fig. 4.
4 Results
Using this setup, the magnetic induction of the previously
mentioned six channels was simultaneously recorded, to-
gether with the signals of a pulse plethysmograph (Nellcore
DS-100a fingerclip & self-made electronic) and an airflow
sensor based on differential pressure measurements (General
Electric Flow resistance & Hoffrichter CPS 1B differential
pressure sensor).
For illustration, Fig. 5 shows all recorded signals during a
selected period of timed.
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Fig. 2: Concept of magnetic induction measurements [9]. Excita-
tion field penetrates the body. Eddy current is induced
and the resulting re-induced field is measured.
Fig. 3: Overview of the measurement hardware. Excitation fre-
quencies are generated by DDS synthesizers and feed to
the excitation-coils. The resulting field penetrates the
body and produces the re-induced field. This is picked up
by the measurement-coils, pre-amplified and demodu-
lated in a combined hardware/software approach (see [9]).
Fig. 4: Picture of the measurement setup
In this dataset it is especially interesting that the artefact
shortly before t 950 s seems to affect both the PPG and
the magnetic induction. Especially the strong appearance in
channel 1 which otherwise shows little heart related content
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Fig. 5: Overview on all signals measured simultaneously (from top: Induction Channels 1–6 (mV), PPG, Airflow (ml)). At 950 s the induc-
tive signal and the heart reference show an artefact presumably due to body motion.
Fig. 6: Overview on the respiration related signals measured from chest and back
makes it rather likely that this is a movement artefact and not
an extra-systole.
To find out whether monitoring in a bed is feasible in
principle, measurements were undertaken with four different
body positions:
1. Lying on the chest
2. Lying on the left side
3. Lying on the back
4. Lying on the right side
In order to keep this preliminary testing as simple as pos-
sible, no further disturbance, e.g., by motion artefacts, was
introduced, and moving metal parts were removed from
the measurement area. During the measurement no mobile
phones were carried though no negative effects on the mea-
surement due to mobile phones have ever been experienced.
Magnetic shielding of themeasurement setup is not required.
In all four positions, respiratory frequencymonitoring was
possible without any problem, as shown in Fig. 6 and Fig. 7
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Fig. 7: Overview on the respiration related signals measured from left and right side
Fig. 8: Comparison inductive measurement (Ch. 4) vs. respiratory reference (Volunteer lying on the chest )
which shows the four positions for 20 s each. From the experi-
ence in [8], it is likely that the difference between the induc-
tion signal and the reference signal is not due to errors in the
inductive monitoring, but rather due to drift, saturation and
leakage in the reference sensor.
As expected heart-activity monitoring is more demand-
ing, though in position 1 (chest) band pass filtering with
cut-off-frequencies of 0.75 Hz and 5 Hz were sufficient to
derive the signals shown in Fig. 8 and Fig. 9, where pulse
plethysmograph and the magnetic induction bear strong
similarity.
Similar results where obtained when the volunteer was ly-
ing on the left side, as the distance to the centre of the heart is
slightly larger the resulting inductive signal is a bit weaker, as
shown in Fig. 10.
For the other positions further processing was required.
This especially utilizes the availability of multiple simulta-
neously recorded induction channels.
©  Czech Technical University Publishing House http://ctn.cvut.cz/ap/ 75
Acta Polytechnica Vol. 48  No. 3/2008
Fig. 9: Comparison inductive meas. (Ch. 4) vs. heart reference (PPG) (Volunteer lying on the chest )
Fig. 10: Comparison inductive meas. (Ch 6) vs. heart reference (PPG) (Volunteer on it left side )
In the case of the volunteer lying on his back, noise was re-
duced by subtracting channel 3 from channel 4. The resulting
signal and it comparison to the reference signal are shown in
Fig. 11 and Fig. 12.
In the case of the volunteer lying on the right side, signal
noise was reduced by combining two channels (Ch. 4 and
Ch. 6), which lead to the signals depicted in Fig. 13 and
Fig. 14.
In all cases, the required scaling of the channels consid-
ered was performed manually. Automated channel selection
and combination is under development.
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Fig. 11: Drift reduction / compensation in (Ch. 4 h. 3), result shown below (Volunteer in back position)
Fig. 12: Comparison inductive meas. (drift compensation Ch4. - Ch. 3) vs. heart reference (PPG) (Volunteer in back position)
5 Conclusion
The elimination of electric contact between a medical de-
vice and the patient’s body is a promising idea, and this paper
presents one feasible approach to non-contact monitoring,
based onmagnetic induction. This approach is especially suit-
able for integration into a normal bed.
Though the measurements still required some manual
post-processing, lung and heart related signal contents were
detectable and distinguishable in all positions.
Further work will be done on automatic scaling and
multivariate combination of the measured
channels and on taking into accountmotion artefacts and EM
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Fig. 13: Noise reduction, combining Ch. 4 and Ch. 6, result shown below (Volunteer lying on the right side)
Fig. 14: Comparison inductive meas. (Combination Ch. 4 + Ch. 6) vs. heart reference (PPG) (Volunteer lying on the right side)
interference. The problem of respiratory and heart rate de-
tection will also be addressed.
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